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ABSTRACT

Real-time PCR methods have become
widely used within the past few years. How-
ever, real-time PCR is rarely used to study
chronic diseases with low pathogen loads,
presumably because of insufficient sensitivi-
ty. In this report, we developed an integrat-
ed nucleic acid isolation and real-time PCR
platform that vastly improved the sensitivity
of the quantitative detection of the intracel-
lular bacterium, Chlamydia spp., by fluo-
rescence resonance energy transfer real-
time PCR. Determinants of the overall
detection sensitivity were analyzed by ex-
tracting nucleic acids from bovine milk
specimens spiked with low amounts of
chlamydial organisms. Nucleic acids were
optimally preserved and recovered by col-
lection in guanidinium stabilization buffer,
binding to a matrix of glass fiber fleece, and
elution in low volume. Step-down thermal
cycling and an excess of hot-start Taq poly-
merase vastly improved the robustness and
sensitivity of the real-time PCR while essen-
tially maintaining 100% specificity. The
amplification of Chlamydia 23S rRNA al-
lowed for the differentiation of chlamydial
species and was more robust at low target
numbers than amplification of the omp1
gene. The best combined method detected
single targets per a 100-µL specimen equiv-
alent in a 5-µL real-time PCR input. In an
initial application, this high-sensitivity real-
time PCR platform demonstrated a high
prevalence of chlamydial infection in cattle.

INTRODUCTION

The diagnostic use of PCR in clini-
cal microbiology has vastly increased
our understanding of infectious dis-
eases, including those induced by
Chlamydia bacteria (2,10). However,
several factors impede the optimal di-
agnostic use of the high sensitivity of
this method. In particular, all sensitive
and specific assays that apply to diag-
nostic microbiology require post-PCR
processing by highly skilled personnel.
This is particularly true of nested PCR
methods that are exceedingly sensitive
to cross-contamination by “product
carryover.” In addition, the preservation
of nucleic acid targets in specimens is
often poor, and the methods of DNA or
nucleic acid extraction are inadequate
for the retrieval of target DNA at low
concentrations (1). Finally, specimens
with low amounts of chlamydiae have a
Poisson-distributed sampling variabili-
ty so that some aliquots from such
specimens result in positive amplifica-
tion, while others remain negative (14).
Thus, the amount of original specimen
analyzed by a single PCR may fre-
quently be the sensitivity-limiting fac-
tor. This limitation can only be over-
come by the amplification of numerous
sample DNA aliquots (14).

Novel real-time fluorescent PCR
methods have the potential to correct
these shortcomings but have not yet
been combined with nucleic acid isola-
tion to result in high-sensitivity, high-
throughput platforms suitable for wide
use in clinical microbiology. We have
developed a highly specific, fluorescent
probe-based, single-tube LightCycler®

(Roche Applied Science, Indianapolis,
IN, USA) quantitative PCR method for

the detection of chlamydial DNA (9).
This PCR method is capable of detect-
ing single target molecules in a sample
input volume of 5 µL and of quantify-
ing chlamydial DNA with a high de-
gree of accuracy. The single-tube for-
mat, coupled with the real-time
fluorescent detection of products in the
LightCycler, dramatically reduces la-
bor and the potential for the cross-cont-
amination of specimens by product car-
ryover. This method is therefore ideally
suited for large-scale epidemiological
studies.

Here we have examined, in the con-
text of low amounts of amplification
target nucleic acids, the problems of
sample stability, extraction of nucleic
acids, concentration of specimen equiv-
alents in extracted nucleic acids, opti-
mum amplification procedures, and
choice of amplification target. Using
Chlamydia bacteria as a model system,
we have developed a LightCycler real-
time PCR platform technology that is
capable of high-sensitivity and high-
specificity detection of nucleic acids in
a simple, high-throughput format.

MATERIALS AND METHODS

Chlamydial Strains and Mouse
Lung Infection

Chlamydia psittaci strain B577 (ref
no. VR-656; ATCC, Manassas, VA,
USA) and C. pneumoniae strain
CDC/CWL-029 (VR-1310) were
grown in buffalo green monkey kidney
cells and purified as previously de-
scribed (8). C. psittaci-infected lung
tissue was obtained from intranasally
inoculated, six-week-old female
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BALB/c mice (8). Mouse lungs were
homogenized in disposable tissue
grinders (Closed Tissue Grinder Sys-
tem®; Fisher HealthCare, Houston,
TX, USA) to 10% (w/v) suspensions in
RNA/DNA Stabilization Reagent for
Blood/Bone Marrow® (Roche Applied
Science). 

All animal experiments were per-
formed in accordance with protocols
approved by the Auburn University In-
stitutional Animal Care and Use Com-
mittee. Data were analyzed by a two-
tailed Student’s t test and least-square
linear regression algorithm.

Nucleic Acid Extraction

After initial studies with several
commercially available kits, total nu-
cleic acids were extracted with the High
Pure PCR Template Preparation Kit®
(Roche Applied Science). All extrac-
tions were performed without the use of
the SDS/EDTA-based Tissue Lysis
Buffer from the kit. Instead, 10% pro-
teinase K solution was added directly to
specimens lysed 1:10 in RNA/DNA
Stabilization Reagent or 1:1 in High
Pure Binding Buffer [6 M guanidine-
HCl, 10 mM urea, 20% (v/v) Triton®

X-100, 10 mM Tris-HCl, pH 4.4].
Thus, the proteinase K digestion and
subsequent binding of nucleic acids to
the glass fiber fleece matrix of the High
Pure kit was performed in both varia-
tions of the method at acidic pH and ap-
proximately 2.7 M guanidinium con-
centration. The use of the concentrated
High Pure Binding Buffer is advanta-
geous for the preservation of dilute flu-
id specimens such as urine, serum, or
milk. Further modifications of the High
Pure extraction are described in the Re-
sults section. Total nucleic acids were
also isolated with the mRNA Isolation
Kit® for Blood/Bone Marrow (Roche
Applied Science) using modifications
of the manufacturer’s protocol. In all
protocols, nucleic acids were eluted or
dissolved in 10 mM Tris-HCl, pH 8.5,
0.1 mM EDTA (TE buffer).

Real-time Fluorescence Resonance
Energy Transfer PCR

All real-time PCRs were performed in
volumes of 15 µL reaction master mix-
ture and 5 µL sample aliquot in LightCy-
cler glass capillaries in a LightCycler
Real-Time Thermal Cycler (9). The PCR
buffer was 4.5 mM MgCl2, 50 mM KCl,

20 mM Tris-HCl, pH 8.4, supplemented
with 0.05% each Tween® 20 and Non-
idet P-40, and 0.03% acetylated BSA
(Roche Applied Science). Nucleotides
were used at 0.2 mM (dATP, dCTP,
dGTP) and 0.6 mM (dUTP). For each
20-µL total reaction volume, we used 1.5
U hot-start Platinum® Taq DNA poly-
merase (Invitrogen, Carlsbad, CA, USA)
and 0.2 U heat-labile uracil-DNA glyco-
sylase (UNG) (Roche Applied Science).
Heat-labile UNG is active at room tem-
perature and is inactivated at 50°C. This
allows for the use of UNG carryover pre-
vention in one-step real-time RT-PCR.

Primers and probes were obtained
from Operon Technologies (Alameda,
CA, USA). LightCycler Red 640
(LCRed640) probes were 5′ labeled and
HPLC purified, and carboxyfluorescein
(6-FAM) probes were 3′ labeled and
used unpurified. Primers were used at 1
µM [except for the Chlamydia omp1
PCR (9)], LCRed640 probes were used
at 0.2 µM, and 6-FAM probes were
used at 0.1 µM. In all real-time PCRs,
Chlamydia genus-specific primers were
combined with genus-specific LCRed-
640-labeled probes and with Chlamydia
species- or strain-specific 6-FAM-la-
beled probes, as listed in Table 1.
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Primer/ Chlamydia Real-Time 
Probe Sequence (5′′→→3′′) Reactivity PCR Target

191CHOMP GCIYTITGGGARTGYGGITGYGCIAC genus omp1
CHOMP271 GCTCKIGACCAITKWACICCAATGTAIGG genus 287 bp
CHLANPR LCRed640-GAYTGIGCRTATTGGAAIKMWGCICCYAA-Phosphate genus
B577PR TACATTCAACATTTCAATTTTAGGATT-6-FAM C. psittaci B577
CPECPR AACGTTKARTTCTTGAACGCGAGGTTT-6-FAM C. pecorum

CHL23SUP GGGGTTGTAGGGTYGAGRAIAWRRGATC genus 23S rRNA
CHL23SDN GAGAGTGGTCTCCCCAGATTCARACTA genus 168 bp
CHL23LCR LCRed640-CCTGAGTAGRRCTAGACACGTGAAAC-Phosphate genus
CP23FLU ACGAAARAACAARAGACKCTAWTCGAT-6-FAM C. psittaci

C. pneumoniae
C. pecorum

CPN23FLU ACGAAAAAACAAAAGACGCTAATCGAT-6-FAM C. pneumoniae
C. pecorum (weak)

CTR23FLU ACGAAAGGAGAKMAAGACYGACCTCAAC-6-FAM C. trachomatis

CHLINTUP TGACTAGGTTGRGCAAGYRTYT genus 16S-23S rRNA 
CHLINTDN AAAGACAIATAYTCTTAAACGTCTATTATTAT genus intergenic spacer
CHLINLCR LCRed640-CTTAACAAIRCAAAWGAAATAGAAT-Phosphate genus 163 bp
CPSINFLU CGTAAACTAAATGTTTTGGAAACAA-6-FAM C. psittaci

I = deoxy inosine; K = G/T; R = A/G; W = A/T;Y = C/T

Table 1. Oligonucleotide Primers and Probes Used in This Study



For each real-time PCR, the reaction
master mixture was freshly assembled
from separate stocks of distilled water,
5× PCR buffer, 5× oligonucleotides
(primers and probes) in TE buffer, 50×
PCR Nucleotide MixPLUS® (Roche Ap-
plied Science), Platinum Taq DNA poly-
merase, and UNG.

Thermal cycling consisted of a 2-
min denaturation step at 95°C, fol-
lowed by 18 high-stringency step-down
thermal cycles, 40 low-stringency fluo-
rescence acquisition cycles, and melt-
ing curve determination between 50°C
and 80°C. The specific thermal proto-
col for the omp1 real-time PCR was 6×
for 12 s at 60°C, 11 s at 72°C, 0 s at
95°C; 9× for 12 s at 58°C, 11 s at 72°C,
0 s at 95°C; 3× for 12 s at 56°C, 11 s at
72°C, 0 s at 95°C; 40× for 8 s at 50°C,
and fluorescence acquisition for 11 s at
72°C and 0 s at 95°C. The parameters
for the 23S rRNA real-time PCR were
6× for 12 s at 64°C, 8 s at 72°C, 0 s at
95°C; 9× for 12 s at 62°C, 8 s at 72°C,
0 s at 95°C; 3× for 12 s at 60°C, 8 s at
72°C, 0 s at 95°C; 40× for 8 s at 54°C,
and fluorescence acquisition for 8 s at
72°C and 0 s at 95°C. The parameters
for the 16-23S rRNA intergenic spacer
real-time PCR were 6× for 12 s at
61°C, 8 s at 72°C, 0 s at 95°C; 9× for
12 s at 59°C, 8 s at 72°C, 0 s at 95°C;
3× for 12 s at 57°C, 8 s at 72°C, 0 s at
95°C; 40× for 8 s at 52°C, and fluores-
cence acquisition for 8 s at 72°C and 0 s
at 95°C. These protocols are designed
for quantitative determination of 10 000
or fewer target molecules. The signal
for 10 000 targets typically is distin-
guishable from the background after
about six fluorescence acquisition cy-
cles (total of 24 cycles). Data were dis-
played and analyzed as 640:530 nm
fluorescence ratios.

For one-step real-time RT-PCR, a
reverse transcription step at 50°C for 20
min was included before the initial de-
naturation at 95°C. For each 20 µL
real-time RT-PCR, we used 0.25 U Su-
perScript® II Reverse Transcriptase
(Invitrogen).

For use as quantitative standards, C.
psittaci B577 and C. pneumoniae DNA
were extracted from purified elemen-
tary body preparations by the High Pure
method, quantified by the PicoGreen®

DNA fluorescence assay (Molecular
Probes, Eugene, OR, USA), and used at

10 000, 1000, 100, 10, and 0 genome
copies per 5 µL in a background of 100
ng purified salmon sperm DNA in TE
buffer. Crude chlamydial DNAs ex-
tracted from infected yolk sac tissue
(12,13) were used to analyze the speci-
ficity of detection of the Chlamydia
23S rRNA real-time PCRs.

RESULTS

Extraction of Nucleic Acids

In preliminary real-time PCR exper-
iments with clinical specimens and C.
psittaci-infected mouse lungs, it was
obvious that sample homogenization in
cell culture media and/or freeze-thaw
cycles of samples led to a rapid loss of
chlamydial target DNA, as detected by
Chlamydia omp1-fluorescence reso-
nance energy transfer (FRET) real-time
PCR. In particular, we examined speci-
mens in parallel by DNA extraction be-
fore and after cryostorage. Specimens
that contained low target numbers be-
fore freezing typically became negative
after cryostorage. To achieve the opti-
mum PCR sensitivity for the detection
of genomic chlamdial DNA, the preser-
vation of DNA from degradation would
be critically important, similar to the
importance of RNA preservation for
the optimum performance of RT-PCR
(15). This prompted us to explore the
effectiveness of the commercially
available RNA/DNA Stabilization
Reagent for Blood/Bone Marrow. This
reagent is based on the denaturation of
proteins in a concentrated solution of
guanidinium isothiocyanate and a re-
ducing agent, as introduced by Chirg-
win et al. (3) for the inactivation of ri-
bonuclease during RNA isolation. In
preliminary experiments, we prepared
10% (w/v) suspensions of lungs from
mice infected with C. psittaci B577 in
this reagent and performed C. psittaci
B577 omp1 FRET real-time PCR
analyses with DNA extracted from
these samples before freezing and after
several freeze-thaw cycles. Within the
experimental variance, the number of
chlamydial targets did not decrease
with cryostorage or when subjected to
additional freeze-thaw cycles. In con-
trast, chlamydial PCR targets in DNA
extracted from infected lungs homoge-

nized in PBS or TBS were extensively
degraded (50%–90% reduction) if
DNA extraction after homogenization
was delayed by more than 5 min or if
frozen lung suspensions were thawed
repeatedly (data not shown). Based on
this initial confirmation of common ex-
perience in nucleic acid isolation, we
routinely collected all specimens for
PCR analysis in this RNA/DNA stabi-
lization reagent.

As a next step, we analyzed the suit-
ability of widely used commercial kits
for the complete isolation of low con-
centrations of DNA or total nucleic
acids for high-sensitivity real-time PCR
detection of chlamydiae. Bovine milk,
a difficult matrix for nucleic acid ex-
traction, was diluted 1:10 in RNA/DNA
Stabilization Reagent. A suspension of
C. psittaci B577-infected mouse lung
stabilized in the same reagent was
added to 7000 chlamydial genomes/mL
final dilution, corresponding to 70 000
chlamydial genomes/mL original spec-
imen. DNA was extracted using three
commercially available kits. These kits
utilize different approaches for nucleic
acid purification:nucleic acid binding
in acidic chaotropic buffer to a glass
fiber fleece (17), followed by washing
and elution at alkaline pH; binding to a
porous silica matrix in place of glass
fiber; and selective precipitation of nu-
cleic acids. Spiked milk was extracted
according to the manufacturer’s in-
structions, and the total nucleic acids
were recovered in TE buffer. Duplicate
5-µL aliquots of triplicate extractions
with each kit were analyzed by C.
psittaci B577 omp1 FRET real-time
PCR. The results in Table 2 unambigu-
ously demonstrate that only the extrac-
tion by glass fiber fleece binding and
elution recovers minute amounts of
chlamydial target DNA. Based on these
results, we conducted additional exper-
iments with the High Pure method to
further improve detection sensitivity.

Enrichment of Chlamydial Target
DNA

The previous set of experiments had
clearly shown the principal limitation
for the sensitivity of any real-time PCR
that, despite a very high number of
70 000 targets/mL original sample, the
theoretically detectable number of

Research Report

108 BioTechniques Vol. 34, No. 1 (2003)



genomes per real-time PCR was only
35 (Table 2). To overcome this limita-
tion, it is necessary to (i) concentrate
nucleic acids extracted from a large
sample into a small volume; (ii) specif-
ically enrich for target nucleic acids; or
(iii) use a combination of both meth-
ods. We addressed these questions by
comparing the standard High Pure ex-
traction procedure to several approach-
es for enhancing the number of
chlamydial targets/real-time PCR. We
evaluated these methods in a dilution
series of stabilized milk with 70 000,
7000, 700, 70, 7, or 0 chlamydial
genomes/mL.

To concentrate specimen nucleic
acids in the High Pure extraction proce-
dure, we added four consecutive 400-
µL loads of specimen lysate instead of
a single load to the sample reservoir.
We then examined if the direct elution
of the nucleic acids with 2× 200 µL TE
into centrifugal ultrafiltration devices
(10 000 MW cut-off microconcentra-
tor; Amicon, Beverly, MA, USA) by
inserting the High Pure sample reser-
voir into the microconcentrator, fol-
lowed by centrifugal concentration at
13 000× g for 20 min to a 20-µL vol-
ume, allowed for the effective concen-
tration of nucleic acids. This loading
(repeated four times) and direct micro-
concentration approach increased the
concentration of target DNA by about
60-fold at the highest chlamydial loads
[1246 ± 103 (SEM) vs. 19.6 ± 4 (SEM)
genomes detected per real-time PCR].
At 70 chlamydial genomes/mL original
milk, the concentration method detect-
ed 3.9 ± 1 genomes/real-time PCR,
while the non-concentrated sample
aliquots remained negative.

Next, we examined if the enrich-
ment of nucleic acids from large sam-
ple volumes of stabilized milk further
increased detection sensitivity. Nucleic

acids in stabilized milk were bound to
magnetic glass particles and eluted in
low volume before the standard High
Pure extraction of the eluate. We adapt-
ed the mRNA Isolation Kit for
Blood/Bone Marrow for this experi-
ment. This approach failed to substan-
tially enrich for chlamydial DNA, par-
ticularly at low amounts of chlamydial
targets, and target recovery was only
about one tenth of the standard High
Pure extraction.

In a final test, we combined magnet-
ic glass particle DNA concentration
with the specific enrichment of chlamy-
dial omp1 nucleic acid targets by hy-
bridization capture to the 5′-biotinylated
primers 191CHOMP and CHOM271,
followed by streptavidin magnetic bead
extraction and low-volume elution. For
this purpose, we modified the protocol
of the mRNA Isolation Kit for
Blood/Bone Marrow by replacing the
biotinylated oligo(dT)20 reagent with
the Chlamydia omp1 reagents. We
found poor target recovery of less than
1%, which excluded the DNA hy-
bridization capture method from use in
high-sensitivity real-time PCR.

In summary, both the standard and
the microconcentrator High Pure ex-
tractions offer high target recovery but
not any of the other enrichment meth-
ods tested. The microconcentrator ex-
traction method exhibits high recovery
at very low chlamydial genome copy
number. For this reason, we chose this
method to explore further options for
high-sensitivity real-time PCR.

Optimal Real-Time PCR
Methodology

We saw potential for further im-
provements by evaluating the detection
of genomic targets combined with the
detection of their transcripts. Glass

fiber binding and elution by the High
Pure method isolated all specimen nu-
cleic acids, including mRNA. Reverse
transcription before real-time PCR
might therefore increase the detection
sensitivity by detecting transcripts in
addition to the genomic copy of the
gene. The chlamydial rRNA operon
contains the genes encoding the
chlamydial 16S and 23S rRNA (11,16),
which are structural components of the
ribosome and therefore stably present
in high copy numbers in chlamydial
cells. The intervening sequence be-
tween 16S and 23S rRNA (16S-23S
rRNA intergenic spacer) is highly tran-
scribed but rapidly degraded. These
genes are highly conserved, thus offer-
ing the potential for genus-specific de-
tection of chlamydiae, and also contain
sufficient polymorphisms for differen-
tiation, in particular the 16S-23S rRNA
intergenic spacer (2,4–6).

We first established real-time PCR
methods for chlamydial 23S rRNA and
16S-23S rRNA intergenic spacer se-
quences (Table 1). When we attempted
to establish a one-step, single-tube real-
time RT-PCR methodology, we en-
countered problems with detection sen-
sitivity due to excessive background
amplification. To solve this problem,
we converted the thermal cycling strat-
egy from a single annealing tempera-
ture approach (9) to a step-down ap-
proach (7) with carefully calibrated
temperatures and step-down cycle
numbers. Following 18 stringent step-
down cycles, we performed 40 addi-
tional low-stringency fluorescence ac-
quisition cycles with a single annealing
temperature. This thermal cycling ap-
proach substantially improved all
FRET real-time PCRs, including the
Chlamydia omp1 method (9). It was
also necessary to minimize the amount
of reverse transcriptase for one-step
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C. psittaci B577 Sample Theoretical Observed Percent 
Genomes/mL Nucleic Acid Equivalent/ Chlamydia Chlamydia Recoverya

Original Milk Sample Extraction PCR (µµL) Genomes/PCR Genome/PCR (± SEM) (± SEM)

glass fiber fleece 0.5 35 29.1 ± 3.1 83.2 ± 8.9
70 000 porous silica matrix 0.25 17.5 0.1 ± 0.1 0.3 ± 0.3

selective precipitation 1.5 105 1.0 ± 0.4 1.0 ± 0.4
aGlass fiber fleece, porous silica matrix, selective precipitation (P = 0.000003)

Table 2. Evaluation of Nucleic Acid Extraction Methods



real-time RT-PCR. High amounts of
SuperScript II reverse transcriptase
strongly increased the number of de-
tected chlamydial genomes at high
copy input of nucleic acids of purified
elementary bodies but rendered the de-
tection of low target numbers impossi-
ble because of high background ampli-
fication. However, with a low input of
0.25 U SuperScript reverse transcrip-
tase, the detected quantity of 10
genomes of C. psittaci B577 in the
Chlamydia 23S rRNA real-time PCR
increased to 24 in the real-time RT-
PCR (Figure 1).

Next, we evaluated the detection
limits of Chlamydia omp1, 23S rRNA,
and 16S-23S rRNA intergenic spacer
real-time PCRs with and without one-
step reverse transcription in a dilution
series of stabilized bovine milk spiked
with C. psittaci B577-infected mouse
lung tissue (Table 3). Nucleic acids
were extracted by the four-fold loading
of High Pure sample reservoirs, micro-
concentrator elution, and concentration
to 20 µL. Duplicate real-time PCRs of
triplicate samples were performed with
and without the one-tube reverse tran-
scription of the assembled reactions.
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Figure 1. Evaluation of the effect of one-step reverse transcription on the sensitivity of the Chlamy-
dia 23S rRNA real-time PCR. C. psittaci B577 standards at 10 000, 1000, 100, 10, or 0 target
genomes/real-time PCR were amplified without (-RT) or with (+RT) one-step reverse transcription. Re-
verse transcription was performed with 0.25 U SuperScript II reverse transcriptase per real-time PCR for
20 min at 50°C in the real-time PCR glass capillary. At 10 target copies, one-step reverse transcription
improves the sensitivity of the C. psittaci/pecorum/pneumoniae 23S rRNA real-time PCR by 2.5-fold but
reduces the signal-to-noise ratio of the assay at 10 targets. The use of higher amounts of SuperScript II
reverse transcriptase improved detection at high target numbers but rendered low target numbers unde-
tectable, thus reducing the overall sensitivity of the assay.

C. psittaci B577 Chlamydia Theoretical Observed Percent 
Genomes/mL Real-Time Chlamydia Chlamydia Genomes/ Recovery 

Original Milk Sample PCRa Genomes/PCR PCR (± SEM) (± SEM)

omp1 5.8 ± 0.7 20.7 ± 2.5
omp1+RT 10.4 ± 0.9 37.1 ± 3.1

700 23S rRNA 28 9.2 ± 0.9 32.9 ± 3.3
23S rRNA+RT 48.7 ± 4.5 173.8 ± 16.2
16S-23S rRNA intergen 10.9 ± 3.6 38.8 ± 12.8
16S-23S rRNA intergen+RT 17.0 ± 7.2 60.7 ± 25.6

omp1 0.2 ± 0.1 5.8 ± 4.8
omp1+RT 0.6 ± 0.2 21.4 ± 8.1

70 23S rRNA 2.8 0.7 ± 0.2 26.1 ± 8.2
23S rRNA+RT 7.0 ± 1.8 249 ± 65.7
16S-23S rRNA intergen 0.1 ± 0.04 2.8 ± 1.6
16S-23S rRNA intergen+RT 0 0

omp1 0 0
omp1+RT 0.1 ± 0.1 17.9 ± 17.9

7 23S rRNA 0.28 0.3 ± 0.2 106 ± 69.3
23S rRNA+RT 2.6 ± 1.7 937 ± 620
16S-23S rRNA intergen 0 0
16S-23S rRNA intergen+RT 0 0

a+RT, one-step real-time RT-PCR

Table 3. Evaluation of Chlamydia Real-Time PCR for Different Chlamydial Target Genes Performed with or without One-Step Reverse Transcription



The results clearly indicate that the 23S
rRNA target is optimal for reliable
high-sensitivity detection of chlamydi-
al genomic DNA (Table 3). The data
also demonstrate substantially in-
creased target detection with one-step
reverse transcription, particularly at
low target numbers, in which the real-
time RT-PCR detects approximately 10
times more 23S rRNA targets than the
real-time PCR with no reverse tran-
scription. However, the real-time RT-
PCR detected higher numbers of tar-
gets in samples that were also positive
in the real-time PCR. Thus, real-time
RT-PCR did not really increase the de-
tection of positive specimens but only
the number of detected targets in speci-
mens that were positive in both meth-
ods. Based on these results, we see a
need for the large-scale comparison of
both methods to reliably assess the val-
ue of real-time RT-PCR.

Specificity of the Chlamydia 23S
rRNA Real-Time PCR

We chose the 23S rRNA real-time
PCR as our standard method and evalu-
ated as a next step the specificity of this
assay and of the various 6-FAM-la-

beled probes that are combined with
the genus-specific set of CHL23SUP,
CHL23SDN, and CHL23LCR primers
and probes (Table 1). Our routinely
used 6-FAM probe CP23FLU was de-
signed to hybridize with C. psittaci, C.
pneumoniae, and C. pecorum se-
quences but not with C. trachomatis.
The melting curve analysis of the satu-
ration amplification products of the
crude DNAs of several chlamydial
strains confirmed this specificity (Fig-
ure 2). The Tm peaks for C. psittaci and
C. pneumoniae strains were at approxi-
mately 55°C, while a distinct set of
melting peaks for C. pecorum strains
centered around 54°C, allowing for the
limited differentiation of chlamydial
species. The amplification of C. tra-
chomatis and irrelevant control bacteria
did not yield any hybridization signal.
When observed from early positivity to
late saturation of the real-time PCR,
melting peaks initially were seen at
temperatures of approximately 58.5°C
(C. psittaci and C. pneumoniae) or
57°C (C. pecorum). These peaks shift-
ed to the lower values over the course
of the real-time PCR, from early posi-
tive to late-saturated reactions.

We also examined the specificities

of the C. pneumoniae probe
CPN23FLU and the C. trachomatis
probe CTR23FLU with the same set of
control DNAs (data not shown).
CPN23FLU exhibited weak cross-reac-
tivity with C. pecorum DNA. However,
the wide difference between the C.
pneumoniae Tm (63°C) and the C. peco-
rum Tm (55°C) allows for unambiguous
species discrimination. CTR23FLU hy-
bridized only to C. trachomatis DNA
(Tm: 65.4°C, LGV2; 66.3°C, MoPn;
and 61.5°C, S45). Collectively, these
data indicated excellent specificity of
the chlamydial 23S rRNA FRET real-
time PCR and an easy adaptation for
differentiation of alleles of interest.

Adaptation of the Real-Time PCR
Platform for High-Throughput
Sample Processing

Before the large-scale application of
the Chlamydia 23S rRNA real-time
PCR detection platform, we sought to
increase the robustness of sample pro-
cessing. Several issues required close
attention: (i) the stability of collected
specimens under field conditions; (ii)
the complicated procedure of inserting
the High Pure reservoirs into microcon-
centrators; and (iii) the associated diffi-
culty of maintaining an elution temper-
ature of 72°C, which is essential for
high nucleic acid recovery.

We addressed the issue of sample
stability in an experiment in which
fresh milk was spiked with C. pneumo-
niae elementary bodies. We used C.
pneumoniae because fresh cow milk
was frequently positive for C. psittaci
in the Chlamydia 23S rRNA real-time
PCR, which is consistent with the high
prevalence of this infection in cattle.
The spiked milk was stabilized by a 1:1
dilution with High Pure Binding Buffer
and stored for 3, 6, 9, or 14 days at 
-85°C, 4°C, 25°C, 37°C, or 65°C. DNA
was filter-concentrated to 25 µL, and
duplicates of triplicate samples were
analyzed by C. pneumoniae 23S rRNA
FRET real-time PCR. The results of a
multiple regression analysis show mi-
nor reduction of recovered C. pneumo-
niae genomes with increasing storage
temperature and time (Figure 3). Twen-
ty percent of the variation in detection
of C. pneumoniae was caused by stor-
age time, 24% was caused by storage
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Figure 2. Specificity of the C. psittaci/pecorum/pneumoniae 23S rRNA FRET real-time PCR. Melt-
ing curves of the amplification products of various chlamydial strains in the C. psittaci/pecorum/pneu-
moniae FRET real-time PCR were acquired. Crude chlamydial DNAs (12) were diluted from 10 000 to
1000 genome copies per 5 µL real-time PCR input. Amplification was performed with primers
CHL23SUP and CHL23SDN and probes CHL23LCR and CP23FLU. Saturated PCRs of C. psittaci and
C. pneumoniae templates yielded melting curves with Tm peaks at approximately 55°C, which were
clearly distinguished from C. pecorum peaks at approximately 54°C. Templates of C. trachomatis and
DNA of irrelevant control bacteria did not yield any hybridizing amplification products.



temperature, and the remaining 56%
was caused by storage-independent
factors such as the Poisson distribution
of PCR input genomes and assay vari-
ance. Overall, the results of this experi-
ment indicate that chlamydial nucleic
acids are well preserved during the first
two weeks after sampling even when
stored at high temperature. The critical
comparison between samples stored for
two weeks at -85°C versus those stored
at room temperature resulted in 2.23 ±
0.44 and 1.76 ± 0.29 genomes/PCR, re-
spectively. These differences are not
statistically significant. The samples
stored for 38 days at room temperature
contained 2.16 ± 0.28 genomes/PCR.
These data clearly indicate that sample
nucleic acid stability after two weeks is
not significantly affected by long-term
storage at room temperature. There-
fore, we consider the guanidinium sta-
bilization method as robust under field
conditions, combining facile sample
collection and shipment with optimum
target preservation.

To address the issue of easy and ro-
bust nucleic acid elution, we re-exam-
ined our initial assumption; that is, the
need for high volume elution from the
High Pure glass fiber fleece to avoid in-
sufficient elution in low buffer volume.

In three independent experiments, we
compared the extraction of milk spiked
with 30 C. pneumoniae elementary bod-
ies/mL by microconcentrator elution
with 2× 200 µL TE buffer and concen-
tration to 40 µL to direct elution with 2×
20 µL. To insure the complete recovery
at low volume, we equilibrated the High
Pure sample reservoirs at 72°C, trans-
ferred heated buffer to the reservoirs,
and incubated the reservoirs on an Ep-
pendorf® Thermomixer R (Brinkmann
Instruments, Westbury, NY, USA) for an
additional 5 min before we obtained the
eluate by a 1-min centrifugation at
13 000× g. We obtained a total of 86.8 ±
8.8% recovery of C. pneumoniae with
the microconcentrator elution method
and 90.6 ± 5.7% recovery in the low-
volume method. Thus, the elution meth-
ods are not statistically different (P =
0.71), and the low-volume elution is
therefore preferable because it does not
require the additional manipulation of
the eluted DNA.

DISCUSSION

In this study, we investigated the crit-
ical parameters that affect the overall
sensitivity of detection by fluorescent

probe real-time PCR of chlamydial nu-
cleic acids that are typically present in
specimens at very low concentrations.
This approach will facilitate the appli-
cation of real-time PCR microbiological
diagnosis in clinical settings with the
simplicity of the closed-tube format and
the excellent specificity of hybridization
probe real-time PCR amplification cou-
pled with high sensitivity.

The use of guanidinium buffers suc-
cessfully preserved the integrity of even
low amounts of target nucleic acids and
allowed for a simple and robust format
of sample collection that tolerates
lengthy storage or shipment at ambient
temperatures. Glass fiber binding and
elution using the High Pure extraction
method was clearly best suited for the
optimum recovery of minute amounts
of nucleic acids. This method appears
equally well suited for the detection of
viral nucleic acids. The mechanical dis-
ruption of protective cell walls might
release nucleic acids from Gram-posi-
tive bacteria, fungi, and parasites, and
thus further increase the spectrum of
detectable pathogens.

A typical limitation to sensitivity,
low amounts of sample equivalents per
real-time PCR input, was alleviated by
sequentially loading several sample
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Figure 3. Dependence of C. pneumoniae DNA recovery on temperature and time of short-term storage of the stabilized milk sample. Fresh milk was
spiked with C. pneumoniae elementary bodies diluted in sucrose-phosphate-glutamate buffer to 30 genomes/mL. Six-hundred microgram aliquots were stabi-
lized by a 1:1 dilution with High Pure Binding Buffer and stored in triplicates under the indicated temperature and time conditions. DNA was extracted with the
High Pure kit, eluted twice with 200 µL TE buffer, and filter-concentrated to 25 µL. Aliquots (5 µL) were analyzed by C. pneumoniae 23S rRNA FRET real-
time PCR. The data show a range of 0–8.6 C. pneumoniae genome copies per PCR, at a theoretical mean of 3.6 copies, which indicates a Poisson distribution of
PCR input targets. Multiple linear regression analysis described the dependence of the detection of C. pneumoniae on storage time and temperature as C. pneu-
moniae genomes/PCR = 3.42 - 0.08097 × days - 0.00782 × °C, r = 0.315. Simple regression lines are shown for the time and temperature dependence of recov-
ery of C. pneumoniae within the first two weeks after sampling. The results indicate the high preservation of the nucleic acid targets in the stabilized sample,
with minor decreases for high temperature and long-term storage.



aliquots into the reservoir of the High
Pure extraction matrix and by concen-
trating the elution volume, or more ro-
bustly, by carefully controlling the low-
volume elution of nucleic acids.
Unexpectedly, additional steps for en-
richment were ineffective. Collectively,
our analyses suggest that the simplicity
of the extraction method using the least
possible number of pipetting steps is
important for high recovery of minimal
amounts of target nucleic acids. The
best combined methods for specimen
preparation, nucleic acid extraction,
and target nucleic acid concentration
typically result in approximately 100
µL specimen equivalent per 5 µL real-
time PCR input. Given the reliable de-
tection of single targets by real-time
PCR, this results in an overall sensitivi-
ty of approximately 1 target copy per
100 µL original specimen volume in a
single real-time PCR. However, the
overall sensitivity is dependent only on
the total sum of the multiple real-time
PCRs that can be assayed from the
specimen (14).

Step-down thermal cycling and an
excess of hot-start Taq DNA poly-
merase vastly improved the robustness
and sensitivity of the real-time PCR
while maintaining essentially 100%
specificity. Chlamydial 23S rRNA of-
fered the most robust assay at low tar-
get numbers. The influence of one-step
reverse transcription on real-time PCR
sensitivity remains equivocal and de-
serves evaluation with large sample
numbers.

Several advantages of the FRET
real-time PCR method compared to hy-
bridization PCR methods include: (i)
the design of the adjacent probes, each
carrying only a single fluorescent label,
is generally easy and the use is robust
and (ii) the increased length of the hy-
bridizing target sequence enhances the
differentiation capability of FRET real-
time PCR in conjunction with probes of
broad and narrow specificity. Our
FRET real-time PCR platform also al-
lows for easy switching to other real-
time PCR targets. To adjust between
different real-time PCRs or different
probe batches of the same real-time
PCR, we do not change the assay chem-
istry (e.g., MgCl2 concentration) but
modify only critical instrument parame-
ters, such as the annealing temperature

of step-down and fluorescence acquisi-
tion cycles and extension time at 72°C.

An initial application of the Chlamy-
dia 23S rRNA real-time PCR detection
platform yielded valuable information
on the epidemiology of bovine chlamy-
dial infection (data not shown, manu-
script submitted). Both the high sensi-
tivity and quantitative aspects of the
method proved informative by demon-
strating a high prevalence of low-level
infection in clinically normal heifers.
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